
Table SI. Accuracy and precision of diluted samples of cyclosporine A in the whole blood.

 Day 1 Day 2 Day 3
 --------------------------------------------------- -------------------------------------------------- -------------------------------------------------------------
Compound Accuracy Precision Accuracy Precision Accuracy Precision
(concentration) (%) (RSD, %) (%) (RSD, %) (%) (RSD, %)

Sample 1 (1,200 ng/ml) 113.1 4.1 99.8 1.1 91.7 4.0
Sample 2 (1,200 ng/ml) 103.3  101.7  98.8 
Sample 3 (1,200 ng/ml) 102.7  102.3  95.8 
Sample 4 (1,200 ng/ml) 104.2  100.8  90.4 
Sample 5 (1,200 ng/ml) 103.8  99.6  98.3 

RSD, relative standard deviation.


